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PATIENT CLINICAL HISTORY 

n GENDER
n Female patient (58 year)

n CLINICAL PROCURE HISTORY
n IPG implantation
n Sick sinus syndrome (sinus node arrest with syncope)

n DEVICE
n MDT ENSURA DDDR MRI pacemaker

n LIFE STYLE
n Active, working woman



CASE DESCRIPTION
PREAMBLE
n Patient had loss of consciousness (4-5 per year). She was
examined, including ECG monitoring (3 days), cerebral MRI and
EEG. NOTHING!

n Controversial examination data encouraged us to implant loop
recorder Reveal XT (Medtronic, USA). One day later, the patient
developed a typical syncope. Analyzing telemetric data of the
monitor we found symptomatic pauses due to sinus arrest (up to
4600 ms) and patient has received DDDR MRI IPG.
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PROCEDURE LAO 30º



PROCEDURE RAO 30º



PROCEDURE AP FINAL SHOT
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FOLLOW-UP
Final: Lead Trends - Atrial

Device: Ensura DR MRI EN1DR01 Serial Number: PZW695738S Date of Visit: 06-Jun-2018 09:20:14
Physician: Ilia Skigin +78123389447Patient: Sherbina Elena ID:

9995 Software Version 8.4 Final: Lead Trends - Atrial
Copyright © Medtronic, Inc. 2014 Page 1 Printed: 06-Jun-2018 09:39:02
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Final: Lead Trends - RV
Device: Ensura DR MRI EN1DR01 Serial Number: PZW695738S Date of Visit: 06-Jun-2018 09:20:14
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Although an LP SVC draining into the CS
has no adverse hemodynamic effects, it
may impact on procedures which require
upper limb venous access, transvenous
pacing for bradycardia and advanced
device implantation.

BUT…….!!!

CONCLUSIONS
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THANK YOU FOR YOUR ATTENTION !


